TUCSON POLICE DEPARTMENT
CRIME LABORATORY(M
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

mmspection, and having performed such inspections on Intoxilyzer 5000

P =D . Serial # [olo—00492Z . certifies by her signature:

on c}f:_/ﬂq . witharesultof 0.077 AC. 0.078AC.

and on Z{zj ,-f;;ﬂ  with aresult of 0.077 AC. 4. 077 AC.

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Mfm

r L. Coombs

two dates,

ADPS QAS Penmt #QAS 29886 (1ssue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

OFFICIAL SEAL
..-4-_-.» KATHY A. KINNEY [this _JO . day of Seobember. 2004
HEEEEIL | 0TARY PUBLIC-ARIZONA
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OTAGHOSTIC TESTS
3£ﬁf DVM Test check Setting should bs batwesan .200 and
T _LEDD. HMeda salaction saitch 82 an, S1 and S aff Or
wavbhoard menu selection "H". H=ading is ¢&E;ﬁ i
éﬁ: Dié;lay Tast chack. Mods sslacticon s¥iich 31 on ang 32
arid 53 off or keyvboard menu: sslsction "V
:35(4#’ Erinter Taszt check: Hode = witTe
ort arc kxevbozrd wmenua s=l
kY Clock tima chsck. Hode s
kavboaard menu salsctian
:f%ﬁ ]a%a sacle, Hode ssleclCion
mentt ssliaction ME"
QOERETRATIOQNAT, TESTS
2 Alcochol Tfree-subject Test resulc G.ﬂg : AC
K Error recognitlion logic systez functloning
Inwalid test printed
é%{ Drgpar sample recaghltion syscem
" Inwalid sample printad Zg
Deficisant sample prlnzaddﬁr
i N/ CompleTeness of samole ;L;ga with collection tuibas*=
A ;hi: calibration standard 0. O AC
Desults: 0. O0FFAC + O.0 —tc /
Instrument oparating properly and accurataly. YESX NO__

H Cvere A
cormEnTs: TClequed priiT rollers . fer® LA sewrr S udge

MMErkSs at +He oo a::r Fa 2 ,&'.r%/‘a,-f"_‘“’# ﬂum—m i
fﬂﬁ'f"r‘i"‘,h“ﬂf?f{ﬁ:

SICHATURE

4
Fqg : 4 arl
. aleahal cancentration standarcd callected for subsegl -
analysis_ =*#

s aa=D
*FITH OR WITHOQUT VAPOR RECIRCULATION AND WITE OB WITEOQOUT :cg‘éi
**xTHTE BTEP IB ONLY HEQUIRED IF THIS DEVICE I3 BEING USED FOs

BEAYMPLE CRADTUORE.

DHS/DSLS/Form C117 {Rev.7-293)
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STANDARD QUALITY ASSURANCE PRGCED'.ESK@N
TATOIILYZER MODEL 5000+

ETAMNDERD CALIRDATION CEEZCE PROCEOURE
i1 Police Dengriment Date c?fffﬂfr‘( {._)E LA T =] 5545:5

Location

(o b L0HT2F—
rae [oran  $e 33/

Agancy Tucgl
Intoxilyzer
=-] %

Qr Sp2cl

5
N

(Print MName)
(Pt L. Pour a standard alcochol solution of known wvalue into a
clean dry simulator jar and assembls the sizulator
Insures thnat a tight seal has been madsa.
Standard walue: 0.0fD A
(Fe) 2. Turn on the simulator and allow tha tfszperature o
reach 4020
[?g y 3. Sat Intoxilyzer mode selection in ths ACA mode by
2 switening mode seslection switch #9 on ar salecting "CY
on k2vyboard Eend.
(~—~) 4. Attach simulator ta the simulator aptrance port en the
Intoxilyzer.
d¢ﬁ§kﬁ 2 Intoxilyzer 3000 display rsads "READY TO START" or
HBlisH RUOTTON!".
oa—(¥30) 6. Push Start Test Dutton or Press sntsr on xayboard
hgriwﬁwj 7 Ins=xt card in response to display.
4 (2o~} 8. BAr blank complated.
Hﬁ#tﬁr*'g Calibration check completed.
Test results 0.0FF«00F% AC
qag\éké 10. Air blank complstead. . )
~w=— 11l- When display rceads Test Complate resmavs evidence card.
Attach rhe card to the completed checklist.
(W) 12. Raturn mods selection switch #9 to off pesition after
all calibhration chscks are complets or type Q and enter

gn Xevbogard

LI Mﬂmﬁ

*FITHE OR WITEOUT VAPOR RECIRCOLATION AND ¥ITH OR WITEQODT XEBYB0ARD

DHS/DSLS/Form Cl16 (Rav.7-33)
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TEIS RETART PHEDPANPD DURSUANT TO DOTY IM

ALALC. B3-14-404 (A)

iceyicy Tucsan Polica QN SOECIMTTIST P&&%;r (1£iW§l15 L“ﬂﬂﬂgl

INTOXIL¥zZ2 SERIAL # (b—004Y92Z2 1ocarzon  ONE
D.-‘-.?Ejpiem@_[ "? 197 PenN  TIms 3%

—_—

Ve Display reads "ﬁﬁ_i-_’l\:' T STAST" or "EBUSH B8UTION TO S—aor

TEse
DIAGMNOSTIC TESTS

v OV Test 'check. Setblhg - should be bStvesn 2400 a2ad
LBE08. Mgode sselection switch S22 an, 51 z2nd 531 gff ar-
kayhoard menu selection "“H". Faadinc is A .

v/f Di%;lay Test check. Mods selsctign switch 31 gn and 53

V// and 53 off or kevhoard menu salectien "WV
Pripntsr Test chécx. Mode salszsciion sw2tch 51, 53, =3
off or keybogard menu ssalscT =i

v@é Clogk time check. MHod= on swiTch 514 on ac

kavbhpaoard menu szlesctiaon

v Dzte chack. Moda sslection switch SI1 on or kavbgaxd
gshu sslscticn "E',

OE=S3ATTONAL TESTS

dlcohnl fras suﬁjec* Tast result g.03 AC

v/ Error rscagnition 1::qu.~ system functioning

Invalid test printed
-/ Progper sample recagnition s¢s:a:
Invalid sample ﬂrl’lt#d

Daficient sample Uriﬂhedf/
N/A Completeness of sample purge wif

| th
w Cal;nrahlnn standard 0O 2C
Results: 0.0T1AC D.Gﬂﬁ%

Instrument gpesrating properly and accuratsly. YISV NO

commznrs: ¥ moved  cleck olwod W3S 5 138

1 ncentration standard collected for subssguant

*HWITE OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHOUT ZEYBOARD
**TETS STED® IS ONLY REQUIRED IF THIS DEVICE IS BEING USEZD FOR
BEAMDL.E CAPTURE.

DES/DSLS/Form C117(Rav.7-93)
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ARIZONA DEPARTHENT OF HEALTH JSERVICES

BTANDARD QUALTTY ASSURANCE PROCEDCRES
INTOIILYZFH MODEL: 5000#

STANDARD CALIBRATION CHEECKX ?RGCE:UREféh

_Police Denartmonr Date ?/fff/f/ Tima géﬁ
EraE %?—Dﬂ"leal Location ONE
ygn, NS dlg oD
{D?inF Hhmﬂ}
/f1 7 r a standar Lcotial solufiaon of koovwn value Ento =
lean dry 1 jar and assemble the simulator
Tnsure <h - al has baen ma
Standard walua: o, 0 AC
/} . Turn on fhe simulato
reach 33°C+.29C.

/ﬁ 3. Set Intoxlilyzer mode s
switching moda seslactl
on kevbgard menud.

L. wAttach: simpulator to the simulatgr entTance port on the

“1“5x{1v“ﬂ?

Intoxilyzer 5000 display reads "EEADY T0O START" oc

"BUSH BUTTON"
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. Push Start Test button or press senter on keyboard.
2ard in raspaonse ta disolay
ank completed.
calibration check completed
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w
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Air bplank coapletaa‘

When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

{ '\/:I Beturn mods selection switch #9 to ofi position after

al l :aTibratian checks are complete or type Q and enter

STGNATURE r;fo Cﬁm‘{wﬁgﬁ

*WITH JdF W GUT DR RECIRCULATION AND WITE OR WITEQUT XKEYEOQOARD
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DHS/DSLS/Form C116 (Rev.7-953)




